I. Introduction
High-resolution transmission electron microscopy (HRTEM) and scanning transmission electron microscopy (STEM) are two of the most powerful techniques capable of investigating local atomic arrangements. While STEM uses a finely focused probe and HRTEM uses plane wave illumination conditions, interpretation of images in both techniques critically relies on image simulations [1] . For example, the intensity of columns in highangle annular dark-field (HAADF or Z-contrast) imaging in STEM is sensitive to thermal diffuse scattering (TDS) and Debye-Waller factors. Phase contrast and associated contrast reversals dominate the appearance of HRTEM images. Quantitative agreement, to within a few percent, has recently been shown between experiments and theory in Z-contrast STEM [2, 3] . These results show that current understanding of image formation is adequate; in particular models correctly account for the contributions of TDS, which dominates Z-contrast images. In contrast, quantitative comparisons in HRTEM have often been plagued by a large (100 -400%) discrepancy between theory and experiment, which has become known as the Stobbs factor [4] [5] [6] [7] [8] . Recently, it has been shown that careful consideration of the image recording process may account for the Stobbs factor in HRTEM [9, 10] .
Bright-field STEM, in which lattice images are formed by interference of overlapping convergent beam discs [11] , is related to HRTEM via the principle of reciprocity [12] .
Similar to HRTEM, these images are dominated by phase contrast [12] . Bright-field STEM images can be acquired along with Z-contrast images without the need to change the electron optical conditions of the microscope (except for slight adjustments in the defocus), providing near-simultaneous complementary information. For example, similar to HRTEM [13] , bright 4 field STEM images are more sensitive than Z-contrast images to light columns such as oxygen [14] .
In this paper, we report on quantitative comparisons between experiments and theory in bright-field STEM. Experimental bright-field STEM images are placed on an absolute scale, using a previously developed method [15] , so that they can be directly compared with
image simulations. We demonstrate near perfect agreement between simulations and experiment and discuss the implications for HRTEM.
II. Experimental
A SrTiO 3 single crystal was thinned to electron transparency by wedge-polishing and Ar-ion milling for observation along [100] . A field emission electron microscope (FEI Titan 80-300) with a super-twin lens (C s ~ 1.2 mm) operated at 300 kV was used for bright-field STEM, position averaged convergent beam electron diffraction (PACBED) and Z-contrast imaging. The probe convergence semi-angle was 9.4 mrad. The microscope was aligned using a Ronchigram [16] and the residual 2-fold astigmatism was corrected using the Zcontrast image. An annular dark-field (ADF) detector (Fischione Model 3000) was used for both Z-contrast and bright-field STEM imaging. Z-contrast images were acquired with a detector inner angle of 65 mrad. The incident probe intensity was measured using the detector preamplifier output voltage with the entire CBED disk placed on a region of the ADF detector known to have a uniform detection efficiency [15] . Bright-field STEM images were acquired with a 2.8 mrad collection aperture semi-angle (the TEM objective aperture)
inserted directly below the sample, as shown schematically in Fig. 1 . The pattern was deflected onto the same region of the ADF detector used for the incident probe intensity measurement and the intensity was recorded as the probe was scanned.
For measurements of the local sample thickness, PACBED patterns [3, 17] were acquired with a Gatan Ultrascan 1000 charge-coupled device (CCD) camera by scanning the probe at each image location. Fine details in the PACBED patterns change rapidly with thickness, allowing for accurate thickness determination within ± 1nm by comparison with simulations [3, 17] .
The defocus step size was found using diffractograms of a bright-field STEM defocus series of amorphous SrTiO 3 , after reducing the noise by using the radial average. The spatial frequency of the maximum in the diffractograms was compared with calculations of the contrast transfer function (CTF) as a function of defocus for the electron optical parameters used here, using the ctemtf MATLAB program in ref.
[18]. The comparisons showed that the true defocus step size was a factor of four smaller than the values given by the microscope software. The defocus values were estimated by using the maximum image contrast as a reference value and the calibrated step size. Simulations established that the maximum image contrast was around -70 nm.
The standard deviation of the image intensities, σ, is a measure of image contrast if noise levels are low. Fourier filtering with a low-pass aperture function was used to remove scan and counting statistics noise. To determine the appropriate aperture size that resulted in a correct measure of contrast for the experimental noise level, Gaussian noise was applied with a range of standard deviations to simulated images that were then Fourier filtered. For a 6 range of noise levels, a low pass aperture radius of 8.9 nm -1 resulted in the minimum deviation in the contrast relative to that of simulations without noise. This aperture was applied to filter the experimental images from which contrast values were subsequently determined.
Z-contrast images are dominated by thermally scattered electrons, which must therefore be included in simulations [2, 19, 20] . For quantitative Z-contrast imaging of thicker samples it has been well established that multiple TDS scattering must be taken into account (see, for instance, Ref. [2] ). This may be accomplished via the frozen phonon model [18] . However the frozen phonon model is computationally very demanding and bright-field STEM images are expected to be dominated by elastically scattered electrons. To test this, bright-field STEM image simulations were carried out at strategic points in the parameter space relevant to our experimental images comparing the frozen phonon model with the absorptive multislice method. The absorptive multislice method fully accounts for elastic scattering, but only incorporates the effects of thermal scattering through an attenuation of the elastic intensity using an absorptive potential based on the Einstein model [19] , i.e. the positive contribution of thermally scattered electrons to the images is not included.
All calculations used a supercell of 13×13 unit cells, on a mesh of 1024×1024 pixels.
The frozen phonon model calculations were done on a finer mesh of 2048×2048 pixels to make sure that the sharp atomic potentials that occur in that model were adequately sampled.
In all cases we found near perfect agreement, as expected for the relatively small thicknesses used in this experiment. For example, for a thickness of 25 nm and a defocus of -100 nm the mean value of the images calculated are 0.058 for the multislice calculation and 0.061 for the 7 frozen phonon calculation, while the standard deviations are 0.0265 and 0.0267 respectively.
The average of the difference in contrast predicted by the two models was 0.1%, which is significantly less than the experimental error. The close agreement between the two methods demonstrated that including TDS scattered electrons in the images does not significantly affect the contrast for thin specimens in HRTEM/bright-field STEM.
III. Results and Discussion
Experimental bright-field STEM images of a SrTiO 3 single crystal are shown in the left columns of Fig. 2 for a range of thickness and defocus values. Contrast reversals and changes in the pattern occur dependent on defocus and thickness, characteristic for coherent interference (phase contrast) images [1, 12] . The labels on each image state its measured contrast value, defined here as the ratio of the standard deviation of the image intensities to the mean image intensity.
Results from calculations using the multislice absorptive model are shown in the right columns in Fig. 2 . Spatial incoherence is the combined effect of a finite illumination source size, instabilities, sample drift, etc.
[18]. It is taken into account by convolving [2, 21] the simulated images with an effective source distribution function with a full-width at halfmaximum (FWHM) of 0.11 nm. Because spatial incoherence is difficult to measure directly in non-aberration corrected STEM [22] several control experiments were performed to ensure the effective source size used here provides a realistic estimate for the spatial incoherence in STEM with this instrument. In particular, the bottom row in Fig. 2 shows Zcontrast images and comparisons with frozen phonon simulations accounting for spatial incoherence. The Z-contrast images were recorded at the same locations as the bright-field 8 STEM images. A function with a FWHM of 0.11 nm yielded perfect agreement between simulation and experiment in both Z-contrast imaging (see bottom row in Fig. 2 ) and in bright-field STEM (as discussed below). The function is thus independent of the scattering processes, which are very different in bright-field STEM and Z-contrast imaging, consistent with the influence of spatial incoherence. The function is furthermore independent of the material and sample thickness, as has been shown previously using materials with a wide range of different scattering cross-sections [3] , and thus it is not caused by a scattering mechanism not accounted for in the simulations. Furthermore, the mean image intensities, which are independent of spatial incoherence, agree quantitatively in both experiments and simulations in both bright-field STEM and Z-contrast imaging (see Fig. 3 ). Discrepancy in the mean intensities would indicate a redistribution of intensities by a scattering process not accounted for in the simulations, which is clearly not the case. that inelastic scattering does not play a significant role in any residual mismatch.
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The results also have implications for conventional HRTEM imaging, where a large mismatch of two to five has been reported [4, 5, 7, 8] . By the principle of reciprocity [1, 12] , a pixel in a HRTEM image is equivalent to a pixel in the STEM image collected with a point STEM bright-field detector. Strictly, reciprocity is only exact for elastic scattering. But for high energy electrons it has been shown be an excellent approximation for both thermal scattering [23] and higher energy losses [20] . Therefore the contrast in bright-field STEM images is based on essentially the same electron-specimen interactions as would be present in the reciprocity-related HRTEM experiment. The results thus show that the contrast mismatch in conventional HRTEM is unlikely to be due to an inadequately understood aspect of the electron-specimen interactions. Though the detector size (aperture) used here is larger than the ideal point source, the transition to a point is a well-defined limit [1] . In particular,
an HRTEM experiment with an incoherent angular spread in the incident beam equal to the detector collection angle used here is the conjugate by reciprocity of the STEM experiment carried out here. The choice of detector size (aperture) therefore does not affect the conclusions about the scattering physics.
IV. Conclusions
In summary, we have demonstrated excellent agreement between simulation and experiment in bright-field STEM. The excellent agreement in this and in prior studies of Zcontrast images [2, 3] shows that current models of image formation adequately model both low and high-angle scattering, including thermal diffuse scattering. Other inelastic scattering processes do not play a significant role in contrast formation for samples that are sufficiently thin. Furthermore, inelastic scattering, which by reciprocity is present in bright-field STEM as much as it would be in HRTEM, is not the origin of the contrast mismatch observed in the HRTEM literature for similar specimen thicknesses. Thus the results add to the growing body of evidence that the magnitude of the parallel detector point spread function has been underestimated in prior HRTEM experiments [10] . 
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